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ABSTRACT

With the advent of laparoscopic surgery, the need of
optimal visualization and efficient instrumentation has
created a need for better understanding of the character-
istics of the surgical plume. Despite the technological
advances of digital imaging and dissector technology (ul-
trasonic, radiofrequency electrical, and bipolar), the in-
convenient and sometimes harmful generation of a surgi-
cal plume decreases visualization, often requiring the
surgeon to remove the scope from the surgical field and
remove the obstructing particles. If visualization is subop-
timal or lost during bleeding, the outcome can be deadly.
Therefore, we reviewed the available reports in the liter-
ature focused on the quantification of surgical plumes.
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INTRODUCTION

Laparoscopic and robotic-assisted procedures depend on
pristine visualization of the operating field for successful
outcomes. The aerosolized particles produced by laparo-
scopic dissectors inside the pneumoperitoneum obscure the
surgeons’ vision and pose potential risks to the patients
during laparoscopic surgeries. Radiofrequency electrical mo-
nopolar and bipolar devices as well as ultrasonic technology
have been popularized in laparoscopy but one of the unde-
sirable products when energy is applied to tissue is the
surgical plume.1 Although ultrasonic dissectors seem to gen-
erate less surgical plume than other technologies do, they
still release particles from the friction of the blades and tissue
adhering to the scope, producing a surgical plume. When
this occurs, the procedure must be halted until the laparo-
scope is cleaned to optimize visualization. Harmful conse-
quences (ie, bleeding requiring immediate hemostasis) may
occur during a critical part of the operation.

A better understanding of plume is pivotal to create a better
instrument that will dissect and coagulate tissue while allow-
ing optimal visualization. Despite advances in digital tech-
nology, scarce knowledge is available regarding accurate
detection of surgical plume and its characteristics (concen-
tration, size, and obstruction). Only recently has this area
been addressed. Emerging digital imaging and software de-
velopment permitted detection and calculation of surgical
plume from a sequence of video frames.1 (Figure 1). We
reviewed the available reports in the literature that focused
on the quantification of surgical plumes.

Database

The systematic review of the literature was performed
following the PRISMA (Preferred Reporting Items for Sys-
tematic Reviews and Meta-Analyses) statement.2 Papers
were considered for review if the purpose was to quantify
the concentration, size, or obstruction of plumes. The
search strategy was aimed at finding relevant studies from
PubMed from 1998–2013. The search items used were
“surgical,” “laparoscopic,” “ultrasonic” with “plume,” “smoke,”
“aerosol,” and “mist.” Only papers in English were se-
lected and the reference-searched papers were evaluated
for potential inclusion.
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Three reviewers (R.D.S., D.S., F.J.K.) identified all studies that
appeared to fit the inclusion criteria for full review. Studies were
included when consensus from all reviewers was reached.

The literature search yielded 299 studies; of which, 289 were
excluded owing to nonrelevance, based on titles and ab-
stracts. Ten manuscripts were then retrieved for further as-
sessment, and 6 were included in the study (Figure 2). The
other 4 articles were excluded after reading the full manu-
script because they did not address digital plume analysis or
digital quantification of plume in the surgical field.

DISCUSSION

Analysis of Plume Obstruction Generated by
Laparoscopic Dissectors

In 1996, DesCoteaux et al 3 reported that surgical smoke
(plume) created by electrocautery during open surgery
was composed of breathable aerosol (�4.5 �m) and pos-
sibly cellular material (�7 �m). When surgical plume
quantification from an ultrasonic scalpel was compared
with that from electrocautery, large quantities of cellular
debris (�1 � 107 particles/mL) were found in the plume

generated by the ultrasonic scalpel but had approximately
one-fourth the amount of particle concentration.4,5 Fur-
ther, different types of tissue created different sizes and
concentrations of plume particles. Fatty tissue was found
to generate 17 to 23 times more particles than lean tissue
did. Plume aerosol generated by ultrasonic dissectors can
be identified up to 40 cm from the point of production and
usually is composed of tissue, blood, and blood prod-
ucts.4 Weld et al6 concluded that smaller particles with
higher concentrations remained in suspension longer,
which increased the obstruction by surgical plume. These
findings showed that ultrasonic devices could produce
smaller amounts of plume and, subsequently, less visual
obstruction than do monopolar energy devices.1

One of the first attempts to quantify the impact of plume
on visibility was done using measured size-distribution
data and the Rayleigh and Mie light-scattering theories,
scaled to a smaller volume corresponding to the perito-
neal cavity. Adjusted plume concentrations were used in
the light-scattering equation to determine the reduction in
the intensity of visible light.6 Weld et al 6 compared 4
different types of dissectors and hemostatic instruments
using different technologies, including electrical and ul-
trasonic. The investigators found that the most significant
influence on laparoscopic visibility was small-particle
concentration while small-particle size was of secondary
importance. Surgical plume generated by monopolar de-
vices was 721 times more concentrated than were the
plumes from bipolar and ultrasonic instruments.6

Schneider et al7 developed another experiment to assess
plume production. They develop a sealed box equipped
with a light-emitting diode and a phototransistor. Infrared
light transmission was assessed during the procedure and
mist formation was evaluated as the percentage of reduc-
tion in infrared transmission.

Kim et al1 pioneered the detection of plume generated by
laparoscopic ultrasonic dissectors using a quantitative digital
technology ImageJ. The investigators reported that plume
generation was increased in coagulation rather than in cut
mode. Moreover, they concluded that different instruments
generate different amounts of obstruction of plume despite
the use of the same ultrasonic technology. The ACE (Ethicon
Endo-Surgery Inc, Cincinnati, Ohio) produced 5 times more
plume than did Sonicision (Covidien, Mansfield, Massachu-
setts), while SonoSurg (Olympus USA, Center Valley, Penn-
sylvania) produced the least amount of plume.1 SonoSurg
generated negligible plume obstruction (0.21% of operating
field), while Sonicision obstructed 4.8% of operating field
and ACE 26.63%. The clinical significance of these findings is

Figure 1. Detection of plume from the laparoscopic field of view.
A. Laparoscopic recording of plume. B. Detection of plume.

Figure 2. Flow of information through the different phases of
the systematic review.
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that obstruction of the surgical field may increase operating
time to clean the scope, potential increase risk (eg, bleeding)
for patients if decrease in visibility occurs during critical parts
of the operation, and subjective increase level of surgical
team’s frustration.1

Image Analysis

Identifying problems involving visualization during surgi-
cal procedures, especially in laparoscopic surgery, plays a
pivotal role in new technologies. Digital imaging and
3-dimensional technology enhanced a surgeon’s ability to
magnify and improve visualization allowing fine, precise
surgical dissections and probably better surgical outcomes
when compared with poor visualization technology.

Future innovations in surgery may involve real-time digital
enhancement of outlining of anatomic structures during
laparoscopic procedures, a subtraction or filtering system
that may abrogate visual obstruction during laparoscopic
procedures, the creation of laparoscopic instrumentation
that may produce minimal plumes despite tissue charac-
teristics or mode of activation (ie, cut or coagulation) by
changing the design of laparoscopic instruments’ tips, or a
simultaneous aspiration system coupled with these lapa-
roscopic instruments.

Generously and ingeniously, the Research Services Branch
of the National Institutes of Health (Bethesda, Maryland)
developed an open-source image-processing program for
image analysis (ImageJ software) that is primarily used for
medical images and microscopy. However, we successfully
used this to recognize surgical plume in the laparoscopic
field. Image J software offers a number of valuable tools such
as spatial and color filters, object edge identification, mea-
surement tools, and statistical analysis.8

The Holy Grail is an instrument with characteristics previ-
ously mentioned, as well as the development of scopes with
software to abrogate plume obstruction and improve visual-
ization without the need of constant cleaning of the scope.
Image analysis has an essential role in surgical education by
educating surgeons to choose the right laparoscopic device
that will produce the least amount of plume while offering
critical characteristics to dissect and coagulate tissue and
vessels. The understanding of surgical plume will addition-
ally assist in the development of surgical simulators with real
clinical scenarios of plume visual obstruction.

Risk of Biases

The studies selected into this review had limited biases. The
studies may have a selection bias as each used a limited number
of instruments. Further, each study had different methodolo-

gies, making intrastudy conclusions difficult. However, all stud-
ies presented clear definitions of their quantification techniques
and implemented modern laparoscopic instrumentation. Other
limitations of this review include the small number of studies
that have quantified surgical plume. Additionally, there is no
standard method to quantify plume and each study used differ-
ent methods, which inhibits any meta-analysis. However, each
study provides insight into the visual obstruction, particle size,
and particle description of surgical plume.

CONCLUSIONS

Surgical plume has a critical negative impact on visualization
during laparoscopic and robotic procedures. This impact canbe
minimized by selecting dissectors that generate less obstructive
plumes. Further, understanding other characteristics such as
plume particle size, direction of plume, and the tissue attributes
can reduce the impact of plume during surgery. Finally, devel-
opment of real-time imaging software is needed to reduce
surgical plume effects during laparoscopic procedures by filter-
ing the “noise” created by plume and resulting in optimal visu-
alization.

References:

1. Kim FJ, Sehrt D, Pompeo A, Molina WR. Comparison of surgical
plume among laparoscopic ultrasonic dissectors using a real-time dig-
ital quantitative technology. Surg Endosc. 2012;26(12):3408–3412.

2. Liberati A, Altman DG, Tetzlaff J, et al. The PRISMA state-
ment for reporting systematic reviews and meta-analyses of
studies that evaluate healthcare interventions: explanation and
elaboration. BMJ. 2009;339:b2700.

3. DesCoteaux JG, Picard P, Poulin EC, Baril M. Preliminary study of
electrocautery smoke particles produced in vitro and during laparo-
scopic procedures. Surg Endosc. 1996;10(2):152–158.

4. Barrett WL, Garber SM. Surgical smoke: a review of the literature.
Is this just a lot of hot air? Surg Endosc. 2003;17(6):979–987.

5. Ott DE, Moss E, Martinez K. Aerosol exposure from an
ultrasonically activated (harmonic) device. J Am Assoc Gynecol
Laparosc. 1998;5(1):29–32.

6. Weld KJ, Dryer S, Ames CD, et al. Analysis of surgical smoke
produced by various energy-based instruments and effect on
laparoscopic visibility. J Endourol. 2007;21(3):347–351.

7. Schneider A, Doundoulakis E, Can S, Fiolka A, Wilhelm D,
Feussner H. Evaluation of mist production and tissue dissection
efficiency using different types of ultrasound shears. Surg En-
dosc. 2009;23(12):2822–2826.

8. Sehrt, D., ImageJ, U. S. National Institutes of Health, Bethesda,
Maryland, USA, http://imagej.nih.gov/ij/, August 9th, 2013.

3July–September 2014 Volume 18 Issue 3 e2014.00269 JSLS www.SLS.org


